TRANS
INSTRUMENTS

INSTRUMENTS FOR THE PROFESSIOINAL

LITECHECK
OPERATION (MANUAL)

PRODUGT SPEGIFICATION
100~50,000 Lux
10~-5,000 Fc
100Lux /7 10 Fo
+89% FuLL ScAaLE

OFPERATING RANGE

REsSOLUTION
AcCuURrRALY
BATTERY 4x1.5V BuTTON CELL
(ALKALINE LR44 OR EQUIV.)
BATTERY LIFE APPROX. 150 HOURS
(CONTINUOUS USE)
AUTO SHUT-OFF APPROX. 15 MIN.
OPERATING TEMPERATURE o' ~sa’'c

LIGHT INTENSITY
Control of ighting in indaor

environment will help T o
identify specific arca where
lighting s necded most

LITEaHeDx
L

This will help to identify i
lighting of redundency, thus i =1
turning them off while —
reducing power E

o 1l

consumpuon.

In specific task, lighting —
. . 1

plays an important role in L

productivity.

IIIK

The LITEcheck tester is ideal
for use in showcase window
setup, commercial and
office, industrial facility, h—

school environment. Fven
automobile tintscreen

checkis made possible.

IUis also useful in locating
the nght place for house E——

plants, where lighting is
ideal for plant growth
—

* LIGHIING GUIDE INCLUDED

"TTRANS INSTRUMENTS
www.caresourceglobal.com
1SO 9001 Certified Firm
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LITEcheckK Light intensity meter
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ISO 9001 Certified Firm

Simple to use - directional spot sensor, units in Lux or foot-candle

PRODUCT FEATURE

MaopeE BuTtTaN

READ / HOLD BuTTON

i ®

Il

— =

= |

SENsSOR FACE

T —Ir)
I o s | It—
| I — )

#=—=BATTERY CAP

BATTERY CAP INSTALLATION

INSTALLING
BATTERY CAP

This unit is shipped
with the battery
cap open. Close
the battery cap by
pressing Cap on on
a hard surface util
the latch clicks,
indicating a secure

lock. _./ I \_

PRECAUTIONS IN

Do not submerge the unitwathout the waterprool

bag. It cannot come undaer high pressure
underwater and s beyond repaar it water gets
nter the unit

While usingg the waterprool bag, be sure o fully
seal cach zip stip, roll up irmly and fasten with
the velera flap betene gomng under water

REPLACING BATTERIES

1. Lift latch with a pen or
mini screwdriver. DO
NOT PULL latch out
completely.

2. Use the thumb to
push Cap forward.

3. Hold the battery cap
and seperate it from the
retor.

1. Replace all balleries
according to polarty

Do not store unit
without the protectlive
cap or under high
temperature and
direct sunlight. This will
shorten the life span
of the meter and
cause premature
expiry of the sensor.

‘@?o

Do not clean unit with
thinner or solvents.
This will damage the
unit. Use only mild
detergent on damp
cloth to clean and
rinse unitif needed.

HANDLING

CHEMICAL



MAKING MEASUREMENT

INDUSTRY PRACTI

I OW BATIERY AlFRI

N GENERAL LIGHTING GUIDE (REFERENCE ONLY)

MAINTENANCE

In the presence of certain radio
transmitters, this product may produce
erroneous readings. Il this occurs then
measurements should be repeated at
another location.

INDOOR LANDSCAPING PLANT ALLOCATION
Lighting is a hecessity to plant growth. Sufficient lighting Lux slﬂm] 2.000 1lﬂ.|}n 750 500 300 100 150 100 &0 20 10
is needed for photosynthesis to take place so indoor | i | [ |
plants can remain lush and green, or even flower. |If
natural sunlight is not sufficient, additional artificial lighting Sewing of medlim-colored Tibrics Rearing mmmm
will be needed to supplement lighting ar relocation is shiow case & plcture 'ﬂ'{ﬂlﬂﬂ Bed room Stairway. comidor
required. pairting store room
Below are the minimum lighting requirements for indoor Hume ki Casunl Aauiling
plants: Sawing of dark fabvics urm ’ Grooming, Kichen
MUNIMUM 3,000 LUK | MINIMUM 2,000 LUX | SIENSHLUM 1,000 LUX Hobly craft on fine detalls P lc!I':'ﬂIu Launtry ares,
— - Chilf's vy room
CYTLLIEY ML NMLEL
LML AL AR TR OF ANPIRASY Ay [idss Room Indoor Gymnaslam Eme
b ek s School D Pt Liusetiny IiIJ!Ji'ir\' ﬁ.uﬂaﬂmi' Wash room qal:rq::?
AL T L)
VAMETEL o C0 WAPTLME Typesetting Exlt doet Emergency
FaaT rpT Fﬂﬂtﬂl’}' Elactronics Assembly Work Prirt Shaop [Visusl Work # production line Packing Work Entrance door stilr Wiy
N z Inspection work passage Loading work
VLA P OWE MATHLS Conlersnce room Contdor
FLARRE LETTYS FABTLY O ST A ] Ufﬁce D!'lﬂll'lg Cletical work RE{EFH'IH o Stair wiy
naTLs nFTURom TIFRATEA mwm& Eqm
[ LI RLRLD BT X
—— e Retall Shop Show Window Packing lable Elevalor | Display Stand Front Desk Sy way
ah 2N Kischen Entrasice Carridor
AALAACAOLE TS 2L Resmurﬁm Show cast Dinnineg room Wesh room Sl way
PLYEN 7
[EETTLTT Barbar’ Hair wg ’h"m
"L Make-u Hair Washing
TSR FARTS Beal.lt}' Salmﬂ Hlimsﬂﬂq




